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ABSTRACT 

Concentrations of extracellular vesicles (EVs) can be measured by flow cytometry, which detects fluorescence and light scattering 
signals from single particles. To ensure single particle detection, plasma samples are diluted based on their particle concentration, 
which can differ 100-fold between samples. Here we studied how sample dilution affects EV detection by flow cytometry. EVs 
were measured in human plasma (i) with different concentrations of spiked-in purified lipoproteins, (ii) at different dilutions, and 
(iii) using either scatter-triggering or fluorescence-triggering. In addition, the reliability of two published clinical EV studies was 
evaluated using an analytical model. Our results show that the minimum dilution factor to prevent swarm detection by the light 
scattering detector can exceed the maximum dilution factor that ensures labelled EVs outnumber fluorescent background events. 
This ‘dilution paradox’ precludes reliable detection of both fluorescence and light scattering signals of EVs for some samples. 
In the two clinical studies, 30% and 65% of the measurements were unreliable, depending on the label used. Therefore, results 
from previous studies should be re-evaluated. The dilution paradox might be overcome by using fluorescence-triggering at a fixed 
sample dilution, removing non-EV particles from the sample, removing fluorescent particulates from staining reagents, and setting 
stricter inclusion criteria. 
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efinition of terms used throughout this article: 

∙ Concentration - The number of events detected by the flow
cytometer divided by the measured sample volume, and
multiplied by the dilution factor. 

∙ Counts - Number of events detected by the flow cytometer. 
his is an open access article under the terms of the Creative Commons Attribution Licen
riginal work is properly cited. 
2026 The Author(s). Journal of Extracellular Vesicles published by Wiley Periodicals, LL
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∙ Dilution factor - Ratio of the final sample volume to the
volume of the original (undiluted) sample. 

∙ Dilution paradox - Simultaneous need for a high dilution
factor to prevent swarm detection by the light scattering detec-
tor and a low dilution factor to enable fluorescently labeled
extracellular vesicles outnumbering fluorescent background
events. 
se, which permits use, distribution and reproduction in any medium, provided the 
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∙ Fuorescence-triggering - When the trigger threshold for data
acquisition is set on a fluorescence detector of the flow
cytometer. 

∙ Fluorescent events - Events whose fluorescence signal exceed
the background level of the fluorescence detector and there-
fore fall within the applied fluorescence gate. 

∙ Sample-specific dilution factor - Dilution factor that is specifi-
cally assigned to a sample in a measurement series to prevent
swarm detection on the light scattering detector. 

∙ Scatter-triggering - When the trigger threshold for data
acquisition is set on a light scattering detector of the flow
cytometer. 

∙ Swarm detection - Special form of coincidence detection
where multiple particles, each generating a signal below
the detection limit, are continuously and simultaneously
illuminated by the laser beam of the flow cytometer. Their
combined signal exceeds the trigger threshold, resulting in a
falsely detected event. 

∙ Total particle concentration - Concentration of all particles
in the sample volume that scatter sufficient light to exceed
the trigger threshold of the light scattering detector. This may
include extracellular vesicles, lipoproteins, protein aggregates,
residual cells. 

 Introduction 

easuring the concentration of extracellular vesicles (EVs) in
ody fluids is challenging. One of the major challenges is the
nique heterogeneity in size and biochemical composition of EVs,
hich can be quantified by single particle detection methods such
s flow cytometry (Bettin et al., 2023 ). Flow cytometry detects
luorescence and light scattering signals from single particles
lowing through focused laser beams. To measure these signals,
he signal of at least one fluorescence or light scattering detector
eeds to exceed a predefined trigger threshold. Both fluorescence
r light scattering detectors, or a combination thereof, can be used
or triggering (Nolan and Duggan, 2018 ). 

he detected concentration of total particles in plasma can differ
ore than 100-fold between donors, when triggering on light
cattering with a flow cytometer capable of detecting EVs with
 diameter of ∼ 100 nm (Buntsma et al., 2023 ). To ensure single-
article detection, that is, to prevent swarm detection, Buntsma
t al. recommend customizing the dilution factor applied to
ach sample based on the total particle concentration of that
ample (Buntsma et al., 2023 ). Thus, samples with higher total
article concentrations require larger dilution factors to pre-
ent swarm detection than samples with lower total particle
oncentrations. 

n example of the effect of sample-specific dilution on EV
oncentrations is shown in Figure 1 . Figure 1 shows data from the
ntiplatelet Therapy Effect on Extracellular Vesicles (AFFECT
V) study (Gasecka et al., 2020 ), which utilized scatter-triggered
low cytometry. As the plasma samples differed 100-fold in
otal particle concentration, the applied dilution factor increased
ith increasing total particle concentration to prevent swarm
of 14
detection. Figure 1A shows an inverse correlation between the
detected total antibody-positive particle number (dTA + PN) of
CD45 and the sample-specific dilution factor. This inverse cor-
relation is observed up to a dilution factor of ∼ 103 . When the
dilution factor exceeds 103 , the inverse relationship between the
dTA + PN and the dilution factor is lost, and the dTA + PN remains
constant. 

Figure 1B shows the calculated total antibody-positive particle
concentration (cTA + PC) for CD45. This concentration is obtained
by dividing the dTA + PN for CD45 (Figure 1A ) by the measured
sample volume, and multiplying the outcome with the applied
dilution factor. In Figure 1B , the cTA + PC is constant up to a
dilution factor of ∼ 103 , but increases at higher dilution factors.
This increase is unexpected, because it suggests a correlation
between the concentration of CD45 + EVs and the total particle
concentration, while such a correlation neither seems biologically
plausible nor has been observed before. As an alternative explana-
tion, the CD45 + events at dilution factor > 103 may not represent
EVs but rather fluorescent background events. 

Possible sources of these background events include antibody
aggregates, instrumental noise and sample carryover. As fluo-
rescent background events and EVs have overlapping signals
that cannot be distinguished, EV counts must dominate the
background counts to provide a meaningful estimate of the
EV concentration. However, samples with relatively high total
particle concentration require substantial dilution, which reduces
the EV counts to a level approaching the fluorescent background
counts. When fluorescent background events are multiplied
by the dilution factor during calculation of the concentration,
increasing dilution factors lead to increasingly overestimated
concentrations of labelled EVs. Thus, samples have a maximum
dilution factor yielding reliable concentrations of labelled EVs.
However, this maximum dilution factor might be below the
minimum dilution factor to prevent swarm detection by the
light scattering detector. When this happens, the light scattering
signals of these EVs cannot be reliably detected, because there
is no dilution factor that (i) prevents swarm detection, and
(ii) ensures the number of labelled EVs exceeds the number
of fluorescent background events. We refer to such conflicting
dilution requirements as the ‘dilution paradox’. 

In this study, we hypothesize that sample-specific dilution may
result in overestimation of the EV concentration in samples with
a high total particle concentration. To investigate our hypothesis,
(i) we determined the effect of sample-specific dilution on the
calculated concentration of labelled EVs, (ii) evaluated two
strategies enabling reproducible and comparable concentration
measurements using either scatter- or fluorescence-triggering,
(iii) present a method that can be used to estimate the reliability
of EV concentration measurements retrospectively. Together,
this study provides recommendations on how to overcome the
dilution paradox in EV flow cytometry measurements. 

2 Methods 

Figure 2 shows the workflow of a typical flow cytometry measure-
ment to characterize EVs in a biological sample. In the following
sections each element in this schematic will be described. 
Journal of Extracellular Vesicles, 2026
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FIGURE 1 Sample-specific dilution affects fluorescent particle concentration measurements in the clinical research study AFFECT EV (Gasecka 
et al., 2020 ). Data represent events that exceeded a side scattering cross-section of 10 nm2 with diameter < 1000 nm and positive ( > 91 MESF) for the 
antibody label CD45-APC (leukocyte-marker). (A) Measured number of CD45 + events versus the dilution factor, showing a decrease in CD45 + events 
until a dilution factor of ∼103 , where the CD45 + events level off. (B) Concentration of CD45 + events calculated from the measured number of CD45 + 

events shown in A, versus dilution factor. From a dilution factor of ∼ 103 the concentration of CD45 + events increases with the dilution factor. APC, 
allophycocyanin; MESF, molecules of equivalent soluble fluorochrome. 

FIGURE 2 Schematic overview of the analytical workflow of a flow cytometry measurement to characterize extracellular vesicles (EVs). The pre- 
and post-staining dilution factors, when multiplied, represent the dilution factor that is meant throughout this article. 
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.1 Pre-Analytical Procedures 

lood collection was performed according to the guidelines of the
edical ethical committee of the Amsterdam University Medical
entre, location University of Amsterdam (WP22-243 #22.298).
lood was collected from 20 healthy volunteers, 10 men (median
ge: 34 (20–64 years) and 10 women (median age: 33 (25–63) years)
n Ethylene Diamine Tetra-acetic Acid (Vacutainer EDTA, Becton
ickinson, Franklin Lanes, NJ) using a 21G needle (Elipse, Becton
ickinson, Franklin Lanes, NJ). Blood was centrifuged for 15
ins at 2500 g at room temperature without brake (Rotina 380R,
ettich, Tuttlingen, Germany). Plasma was collected to 10 mm
bove the buffycoat, transferred to a clean tube and centrifuged
gain using the same settings as before. Plasma was collected
o 10 mm above the cell pellet. Plasma samples from all donors
ere pooled and aliquots of 100 µL were snap frozen in liquid
itrogen and stored at − 80◦C until use. Plasma was thawed in a
ater bath at 37◦C for approximately 30 s prior to use. The pooled
lasma was used in all experiments described in this article. 

.2 Dilution and Staining 

igure 3 shows an overview of the three series of test samples that
ere prepared to study the dilution paradox. Each series consists
f a number of sequential samples in which one variable was
aried. Details about the dilution and staining of these series of
est samples will be discussed in the following sections. 
ournal of Extracellular Vesicles, 2026
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2.2.1 Series 1 

Pooled plasma was prepared as described before. Very-low-
density lipoprotein (VLDL) (cat. 437647, lot. D00159801, Cal-
biochem, EMD Chemicals Inc., San Diego, CA) and chylomicrons
(lot. XA2201-L, cat. CMIC15-N, Alpha Diagnostics International
Inc., San Antonio, TX) were mixed in a 1:1 concentration
ratio. The lipoprotein mixture was added to the plasma. The
total particle concentration increased from 7.3 × 1010 mL− 1 

(baseline, plasma, no lipoproteins added) to 1.0 × 1014 mL− 1 

in 8 steps leading to a 
√
10 increase of the total particle

concentration per step. Due to the increase in total particle
concentration, also the dilution factor increases to prevent swarm
detection (see Series 1 in Figure 3 ). To achieve this, the pre-
staining dilution factor was varied between 4.5 × 101 and
6.4 × 104 . 

20 µL of pre-diluted samples incubated for 2 h at room
temperature with 2.5 µL pre-diluted CD45-APC (B272158,
Biolegend, San Diego, CA, final concentration 1.5 µg/mL) and
2.5 µL pre-diluted CD62p-FITC (cat. A07790, lot. 200042, CLB-
hromb/6, Beckman Coulter, Brea, CA; final concentration
8.3 µg/mL). A post-staining dilution of 11.25 was applied
by adding 200 µL of Dulbecco’s Phosphate Buffered Saline
(DPBS) to the stained samples. The samples were measured
in 4 replicates using flow cytometry with scatter-triggering.
Data are presented as dTA + PN (counts) versus dilution
factor. 
3 of 14
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FIGURE 3 Overview of the three series of test samples that were prepared and measured by flow cytometry. The starting material for the sample 
series was pooled plasma from healthy donors. Triggering indicates whether the series was measured using side-scatter (SSC) triggering or fluorescence 
(FL) triggering. Series 1: This sample series is used to illustrate the dilution paradox by determining effect of dilution on the calculated concentration of 
fluorescent events. By adding increasing concentrations of lipoproteins to plasma, the total particle concentration increases. As this series was measured 
using scatter-triggering, the required dilution factor to prevent swarm detection increases with the total particle concentration. Series 2: This series 
is used to provide a possible solution to avoid the dilution paradox and show how repeatable and comparable concentration measurements can be 
performed. The initial extracellular vesicle-, lipoprotein- and total particle concentrations remain constant throughout the series. The dilution factor 
that is applied before measurement increases with each step. This series was measured using scatter-triggering. Series 3: With this series an alternative 
solution is explored using fluorescence-triggering. As fluorescence-triggering only detects fluorescent events, the required dilution factor is independent 
from the total particle concentration. Therefore, in this series the dilution factor remains constant. Increasing concentrations of lipoproteins are added 
to plasma, thereby increasing the total particle concentration. 
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.2.2 Series 2 

or Series 2, pooled plasma was serially diluted in DPBS in 8
teps of 3 

√
10 (Series 2 in Figure 3 ). To achieve this, the pre-

taining dilution factor was varied between 4.5 ⋅× 101 and 8.9 ⋅×
03 . Staining and post-staining dilution were identical to the
ethod described for Series 1. After post-staining dilution, the
amples were measured in 8 replicates using flow cytometry with
catter-triggering. Data are presented as dTA + PN (counts) versus
ilution factor. 

.2.3 Series 3 

n this experiment, we prepared samples with increasing total
article concentration by adding VLDL and chylomicrons to
ooled plasma, similar as described for Series 1. In Series 3, how-
ver, all prepared spike-in samples (i.e. with increasing total par-
icle concentration) were diluted 500-fold in DPBS, see Figure 3 .
ipoproteins were spiked-in so that the total particle concentra-
ion ranged from 7.3 × 1010 mL− 1 (baseline, no lipoproteins added)
o 1.00 × 1013 mL− 1 in 6 steps of 

√
10 . The total dilution factor was
of 14

C
re
kept constant. 20 µL of pre-diluted spiked samples were incubated
for 2 h at room temperature with 2.5 µL of CD45-APC and 2.5 µL
of DPBS. A post-staining dilution of 11.25 was applied by adding
200 µL of DPBS to the stained samples. After post-staining dilu-
tion, measurements were performed using flow cytometry with
fluorescence-triggering. 

2.3 Acquiring Data 

Flow cytometry measurements were performed using an Apogee
A60-Micro (Apogee Flow Systems). Samples were prepared as
described before and measured for 120 s at a flow rate of
3.01 µL/min. When scatter-triggering was used, the trigger thresh-
old was put on a value corresponding to a side-scattering cross
section of 3 nm2 . When fluorescence-triggering was used, a trigger
threshold of 32 allophycocyanin (APC) molecules of equivalent
soluble fluorochrome (MESF) was set on the APC fluorescence
channel. 

Details about instrument configuration and calibration, operating
conditions, data acquisition and assay controls can be found in the
MIFlowCyt-EV in the Supplementary Material. 
Journal of Extracellular Vesicles, 2026
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.4 Characterization of the Effect of 
ample-Specific Dilutions on the Calculated 

oncentration of Fluorescent Events 

he relationship between the number of measured fluorescent
vents 𝑁𝐹,𝑀 

and the dilution factor 𝐷𝐹 can be described as
ollows: 

𝑁𝐹,𝑀 

=
𝑁𝐹,𝑆 

𝐷𝐹 

+ 𝐵, (1)

here, 𝑁𝐹,𝑆 is the number of fluorescent events in the undiluted
ample and 𝐵 is the number of fluorescent background events.
o estimate the values of 𝑁𝐹,𝑆 and 𝐵, the values of 𝑁𝐹,𝑀 

ere first transformed using a 10-base logarithm. The log10 -
ransformed data were then fitted to the function log 

10 
(
𝑁𝐹,𝑆 

𝐷𝐹 
+ 𝐵 )

sing orthogonal distance regression. 

he calculated concentration of fluorescent events 𝐶𝐹,𝐶 can be
escribed as follows: 

𝐶𝐹,𝐶 =
𝑁𝐹,𝑆 

𝑉 

+ 𝐵 ⋅ 𝐷𝐹 

𝑉 

, (2)

here, 𝑉 is the measured sample volume and 𝑁𝐹,𝑆 and 𝐵 are
btained from Equation ( 1 ). 

o study the dilution paradox, it is important to first establish
he lower detection limit for the number of fluorescent events
hat can be reliably measured. Metrologically traceable reference
aterials do not yet exist for EV concentration measurements.
herefore, classic methods to determine the assay detection
imits, like calibration curves, cannot be applied. Below we
escribe how the values found in Equation ( 1 ) can be used to
haracterize the assay detection limits. The limit of detection
LoD) for fluorescent events was defined as the lowest number of
luorescent events that can be distinguished from the background
vent level: 

Lo 𝐷𝑁 = 𝐵 + 3 . 3 ∗ 𝑆𝐸𝐵 , (3)

here, 𝑆𝐸𝐵 is the standard error of the background counts. The
oncentration of fluorescent events in the undiluted sample can
e estimated using the measured sample volume 𝑉 as follows: 

𝐶𝐹,𝑆 =
𝑁𝐹,𝑆 

𝑉 

±
3 . 3 ⋅ 𝑆𝐸𝑁𝐹,𝑆 

𝑉 

, (4)

n Equations ( 3 ) and ( 4 ) we chose to assign an uncertainty of 3.3
imes the standard error based on the 95% confidence interval
f zero false-positives ( α = 0.05) in combination with the 95%
onfidence interval of zero false-negatives ( β = 0.05). As the
umber of events is a discrete quantity, the value of 𝐿𝑜𝐷𝑁 was
ounded up to the nearest integer. 

quations ( 1 )–( 4 ) are used to quantify the results of the experi-
ents using the test sample series 1–3 . 
ournal of Extracellular Vesicles, 2026
2.5 Retrospective Evaluation of Reliability of 
Clinical Study Results 

Reliability of results from published studies that used sample-
specif ic dilution may be impaired due to the dilution paradox.
Here, a method will be developed to retrospectively evaluate the
reliability of previously published studies, using data from two
clinical studies that were performed in our laboratory. 

2.5.1 AFFECT EV 

AFFECT EV was an investigator-initiated, single-centre, ran-
domized controlled trial to compare the effects of ticagrelor
and clopidogrel, two drugs that inhibit platelet activation, on
plasma concentrations of EVs in patients after acute myocar-
dial infarction. Flow cytometry measurements were performed
using an Apogee A60-Micro. The study was conducted at the
First Chair and Department of Cardiology, Medical Univer-
sity of Warsaw, Poland, in collaboration with the Amsterdam
Vesicle Centre, Amsterdam University Medical Centres, The
Netherlands. The study protocol was compliant with the Dec-
laration of Helsinki and was approved by the Ethics Commit-
tee of the Medical University of Warsaw (approval number:
KB/112/2016). The study was registered in the ClinicalTrials
database under registration number NCT02931045. All details of
this study have been published previously (Gasecka et al., 2020 ).
Here only the flow cytometry data from AFFECT EV will be
used. 

2.5.2 CINTICS 

The observational clinical trial Circulating Nanotraces to Iden-
tify the Cause of Stroke (CINTICS) aimed to compare plasma
concentrations of specific EVs in confirmed acute ischemic
stroke patients with patients suspected to have acute ischemic
stroke that appeared not to have ischemic stroke after fur-
ther work-up in the hospital. Flow cytometry measurements
were performed using a Northern Lights (Cytek Biosciences).
Patient inclusion took place at the emergency department of
the Amsterdam University Medical Centres, location Academic
Medical Centre. The protocol with deferred consent process
was approved by the Ethical Review Board of the Amster-
dam University Medical Centres, location Academic Medical
Centre under approval number NL72929.018.20. All details of
this study have been published previously (Buntsma et al.,
2025 ). Here, only the flow cytometry data from CINTICS
will be used. This study will hereafter be referred to as
CINTICS. 

2.5.3 Retrospective Analysis 

Data from AFFECT EV and CINTICS was represented as the
number of fluorescent events versus dilution factor. For both
studies, Equation ( 1 ) was fitted as described before to the flow
cytometry data of each individual marker. Equation ( 3 ) was then
used to calculate 𝐿𝑜𝐷𝑁 retrospectively. 
5 of 14
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 maximum reliable dilution factor could be defined as well.
𝐹𝑚𝑎𝑥 is set as the highest dilution factor at which fluores-
ent particles from the sample can be distinguished from the
𝑜𝐷𝑁 : 

𝐷𝐹𝑚𝑎𝑥 =
𝑁𝐹,𝑆 

𝐿𝑜𝐷𝑁 

, (5)

ased on Equations ( 3 ) and ( 5 ), fluorescent particles can be dis-
inguished from background in measurements where the number
f fluorescent particles > 𝐿𝑜𝐷𝑁 and where dilution factor <
𝐹𝑚𝑎𝑥 . The measurements that fulfil the aforementioned criteria
ontain more fluorescent events associated with the sample
han background and therefore are considered reliable. For each
tudy, the percentage of reliable datapoints was estimated per
abel. 

.6 Data Analysis 

ustom built software (MATLAB R2020b, MathWorks) was used
o automate data calibration and processing of flow cytome-
ry data. Graphing, data fitting and statistical analyses were
erformed using Origin Pro 2024b (OriginLab Corporation). 

 Results 

.1 Sample-Specific Dilution Affects 
oncentration Measurements 

o characterize the correlation between the cTA + PC and the
ample-specific dilution factor, we prepared a series of plasma
amples with increasing total particle concentration (Series 1
n Figure 3 ). Figure 4A and 4B show the dTA + PN (counts)
ersus dilution factor. The exact fit values are shown in Table
1 . Ideally, a linear decrease in the dTA + PN is expected, leveling
ff at 0 counts. Figure 4A shows, however, that the CD45
TA + PN levels off at 52 counts due to fluorescent background
vents. In Figure 4B no linear decrease in CD62p dTA + PN
s observed, suggesting that all fluorescent events originate
rom the background. These results show that the number of
ackground events differs between fluorescent markers and/or
etectors. 

igure 4C and 4D show the cTA + PC, based on the dTA + PN
n Figure 4A and 4B , versus the dilution factor. Ideally the
TA + PC is independent from the dilution factor and would follow
he course illustrated by the green filled area in Figure 4C ,
hich is the expected concentration obtained by solving Equa-
ion ( 2 ). However, the data shown in Figure 4C match the
xpected concentrations only for dilution factor < 103 , and at
arger dilution factors the concentration is overestimated due
o fluorescent background events. In Figure 4D no expected
oncentration could be determined because only background
as been measured for CD62p. The data in Figure 4C and 4D
how a linear increase in cTA + PC, illustrating the dependency of
he concentration on the background events and dilution factor.
ue to this dependency, concentrations of particles presumed
o be labelled EVs measured at different dilution factors are
ncomparable. 
of 14
3.2 Solution 1: Serial Dilution of Each Individual 
Sample 

To obtain a comparable and reproducible value for the concen-
tration of fluorescent particles in a sample, serial dilutions can be
made of each sample. As an example, a serial dilution was made
of a plasma sample in 8 replicates (Series 2, see Figure 3 ) and the
results are shown in Figure 5 . The exact fit values are also shown
in Table S2 . Figure 5A and 5B show the dTA + PN (counts) versus
dilution factor, to which Equation ( 1 ) was fitted. The obtained fit
values were used in Equation ( 4 ) to obtain the cTA + PC of the
sample. In Figure 5C and 5D the 𝐶𝐹,𝑆 for CD45 + event is 2.12 ×
107 ± 1.98 × 106 mL− 1 and the 𝐶𝐹,𝑆 for CD62p + events is 2.04 × 106 
± 3.22 × 105 . 

3.3 Solution 2: Use a Common Dilution Factor 
for All Samples 

A lipoprotein spike-in series (Series 3 in Figure 3 ) was made
to show that a common dilution factor is another method
to obtain comparable and reproducible concentrations of flu-
orescent events. Plasma was spiked with lipoproteins, thereby
increasing the total particle concentration but leaving the EV con-
centration unaffected. Regardless of the spike-in step, all samples
were measured at a dilution factor of 500 using fluorescence-
triggering. For Series 3, scatter-triggering was not possible,
because samples with a total particle concentration > 1 ⋅× 1011 
mL− 1 measured at a dilution factor of 500 cause swarm detection,
which would bias the EV concentration measurement. 

Figure 6 shows that a common dilution factor and fluorescence
triggering leads to a stable CD45 dTA + PN and therefore, a
stable CD45 cTA + PC. Here, we excluded CD62p, because the
number of CD62p particles is below the background for our test
sample (Figure 4 ). The concentration of CD45 + events was 2.4
× 107 ± 2.6 × 106 mL− 1 . This concentration is similar to the
concentration obtained by serial dilution using scatter-triggering,
see Figure S4 . In addition, Figure S2A shows that a serial dilution
measured using fluorescence-triggering follows the expected
curve of Equation ( 1 ), even at a dilution factor that would cause
swarm detection by the scattering detector, that is, dilution factors
< 500 for this particular sample. This indicates that measurement
without coincidence detection by the fluorescence detector would
be feasible with fluorescence triggering. Thus, a common dilution
factor and fluorescence triggering results in reliable and compara-
ble concentration measurements of fluorescent events, regardless
of the total particle concentration of a sample. 

3.4 Retrospective Reliability Estimation May 
Change Clinical Study Outcomes 

To retrospectively estimate the reliability of measurements from
studies in which sample-specific dilution was applied, we esti-
mated 𝐿𝑜𝐷𝑁 and 𝐷𝐹𝑚𝑎𝑥 (Equations 3 and 5 ) for each marker
in two clinical studies that were performed in our laboratory
previously (Buntsma et al., 2025 ; Gasecka et al., 2020 ). 

In the AFFECT EV study, the 𝐿𝑜𝐷𝑁 ranged between 2.1 × 101 
and 1.6 × 103 counts and 𝐷𝐹𝑚𝑎𝑥 ranged between 8.2 × 101 and
Journal of Extracellular Vesicles, 2026

tive C
om

m
ons L

icense



FIGURE 4 Spike-in series of human very-low-density lipoprotein and chylomicrons into pooled plasma of 20 healthy volunteers in 4 replicates 
(Series 1 ). The total particle concentration increases with each spike-in step, thereby also increasing the required dilution factor for scatter-triggering 
measurements. All data represent events exceeding the side-scatter threshold corresponding to a side-scattering cross section of 3 nm2 with diameter < 

1000 nm. (A) Measured number of events positive for CD45-APC ( > 36 MESF; symbols) versus the dilution factor fitted by Equation 1 (solid line). The 
dash-dotted line represents the 𝐿𝑜𝐷𝑁 of 63 counts. Fit values: 𝑁𝐹,𝑆 = 1.50 × 105 ± 1.44 × 104 counts; 𝐵 = 5.16 × 101 ± 3.15 counts. (B) Measured number 
of events positive for CD62p-FITC ( > 356 MESF; symbols) versus the dilution factor fitted by Equation 1 (solid line). The dash-dotted line represents 
the 𝐿𝑜𝐷𝑁 of 85 counts. Fit values: 𝑁𝐹,𝑆 = 0 ± 5.76 × 103 counts; 𝐵 = 6.80 × 101 ± 4.88 counts. (C) Calculated concentration of CD45 + events versus the 
dilution factor (symbols). Fit values found in A were used in Equation 2 to evaluate the concentration versus dilution factor (dashed line). The dotted 
line with surrounding filled area represents the reference concentration of CD45 + events calculated using Equation 4 ( 𝐶𝐹,𝑆 ) ± standard error. 𝐶𝐹,𝑆 = 

2.49 × 107 ± 2.40 × 106 mL− 1 . (D) Calculated concentration of CD62p + events versus the dilution factor (symbols). Fit values found in B were used in 
Equation 2 to evaluate the concentration versus dilution factor (dashed line). 𝐶𝐹,𝑆 = 0 ± 9.60 × 105 mL− 1 . APC = allophycocyanin; 𝐶𝐹,𝑆 , concentration 
of fluorescent events in the undiluted sample; CD, cluster of differentiation; CI, confidence interval; FITC, fluorescein isothiocyanate; 𝐿𝑜𝐷𝑁 , limit of 
detection in terms of counts; MESF, molecules of equivalent soluble fluorochrome. 
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.5 × 103 , see Figure 7 . Based on the estimated limits shown in
igure 7 and Table S3 , reliability of the study results is dependent
n the label. For example, for CD146p (Figure 7C ) none of the
easurements (0%) is reliable based on our new insights, whereas
or CD31 (Figure 7B ) almost all (99%) of the measurements are
eliable. 

n the CINTICS study, the 𝐿𝑜𝐷𝑁 ranges between 1.1 × 101 and 5.1
103 counts and 𝐷𝐹𝑚𝑎𝑥 ranged between 1.2 × 102 and 1.8 × 104 .
ased on the estimated limits shown in Figure S7 and Table S4 ,
his study contained markers of which most measurements are
eliable (such as CD31 with 93% reliable measurements), but the
tudy also had markers with no reliable measurements (such as
D326 with 0% reliable measurements). 

or none of the markers in both studies all measurements are
eliable. This result shows how the dilution paradox can lead to
ournal of Extracellular Vesicles, 2026

 

overestimation of EV concentrations and thus misinterpretation
of data. 

4 Discussion 

This study demonstrates that the concentration of EVs in
samples calculated from flow cytometry measurements can be
significantly overestimated due to the presence of fluorescent
background events. The extent of overestimation increases with
(i) the number of background events, and (ii) the total particle
concentration and thus the dilution factor of a sample. Moreover,
in the presence of fluorescent background events, concentrations
of fluorescent particles in samples with different dilution factors
cannot be compared to each other. Therefore, the outcomes of
studies based on a sample-specific dilution factor are unreliable,
and sample-specific dilution should not be used in EV flow
7 of 14
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FIGURE 5 Serial dilution of pooled plasma of 20 healthy volunteers in 8 replicates (Series 2 ). All data represent events that exceeded the side- 
scatter threshold corresponding to a side-scattering cross section of 3 nm2 and with diameter < 1000 nm. (A) Measured number of events positive for 
CD45-APC ( > 40 MESF; symbols) versus the dilution factor fitted by Equation ( 1 ) (solid line). The dashed line represents the 𝐿𝑜𝐷𝑁 of 10 counts. Fit 
values: 𝑁𝐹,𝑆 = 1.27 × 105 ± 1.19 × 104 counts; 𝐵 = 6.42 ± 0.96 counts. (B) Measured number of events positive for CD62p-FITC ( > 450 MESF; symbols) 
versus the dilution factor fitted by Equation 1 (solid line). The dashed line represents the 𝐿𝑜𝐷𝑁 of 4 counts. Fit values: 𝑁𝐹,𝑆 = 1.22 × 104 ± 1.93 × 103 

counts; 𝐵 = 2.45 ± 0.35 counts. (C) Calculated concentration of CD45 + events versus the dilution factor (symbols). Fit values found in A were used in 
Equation ( 2 ) to evaluate the concentration versus dilution factor (solid line). The dotted line with surrounding filled area represents the concentration of 
CD45 + events calculated using Equation ( 4 ) ( 𝐶𝐹,𝑆 ) ± standard error. 𝐶𝐹,𝑆 = 2.12 × 107 ± 1.98 × 106 mL− 1 . (D) Calculated concentration of CD62p + events 
versus the dilution factor (symbols). Fit values found in B were used in Equation ( 2 ) to evaluate the concentration versus dilution factor (solid line). The 
dotted line with surrounding filled area represents the concentration of CD62p + events calculated using Equation ( 4 ) ( 𝐶𝐹,𝑆 ) ± standard error. 𝐶𝐹,𝑆 = 

2.04 × 106 ± 3.22 × 105 mL− 1 . APC, allophycocyanin; 𝐶𝐹,𝑆 , concentration of fluorescent events in the undiluted sample; CD, cluster of differentiation; CI, 
confidence interval; FITC, fluorescein isothiocyanate; 𝐿𝑜𝐷𝑁 , limit of detection in terms of counts; MESF, molecules of equivalent soluble fluorochrome. 
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ytometry experiments. Instead, a common dilution factor for all
amples should be used. 

o determine the concentration of fluorescently labelled EVs in
lasma, the common dilution factor should be minimized, such
hat the number of fluorescent EVs in the measured sample
olume is maximized. From the fluorescence perspective, a
ommon dilution factor between 10 and 100-fold is feasible for
he flow cytometers used in this manuscript. From the light
cattering perspective, however, a common dilution factor would
eed to exceed 1000-fold to avoid swarm detection in samples
ith relatively high total particle concentration. We named this
ismatch between the required dilution factor for fluorescence-
nd light scattering-based detection of EVs the dilution paradox. 

he dilution paradox was experimentally confirmed using
ilution- and spike-in series, and validated using published data
rom two independent clinical studies that were each carried
ut on different flow cytometers. Although we are confident
of 14
that the concentration overestimations result from fluorescent
background events combined with sample-specific dilution, the
source of the fluorescent background events itself remains
unknown. 

Aggregation of labelling reagents, like conjugated antibodies,
protein aggregates or micelles may be a possible source of back-
ground events (Welsh et al., 2023 ). Formed protein aggregates can
reach similar dimensions as EVs and emit a fluorescent signal,
making them difficult to distinguish from labelled EVs. Even
though centrifugation of labelling reagents reduces the number of
aggregates, possibly not all aggregates are removed. A buffer with
reagents control should always be used to confirm the absence
of false-positive counts resulting from aggregates of labelling
reagents (Welsh et al., 2023 ). 

Background events may also originate from non-specific binding
of the labelling reagents to non-EV particles, such as lipopro-
teins. Although immunofluorescent staining is considered to be
Journal of Extracellular Vesicles, 2026
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FIGURE 6 Spike-in series of human very-low-density lipoprotein and chylomicrons in human pooled plasma of 20 healthy volunteers in 4 
replicates (Series 3). The calculated concentration of CD45 + events ( > 60 MESF; symbols) remains stable with increasing total particle concentration 
when a constant dilution factor of 500 is used. Events were triggered on the APC detector at 29 arbitrary units corresponding to 32 APC-MESF. (A) 
Number of measured CD45 + events versus total particle concentration. The total particle concentration was based on previous measurements and the 
spiked volume of lipoprotein sample. Counts based on all datapoints: 283 ± 32 with a coefficient of variation of 11.0%. (B) Calculated concentration of 
measured CD45 + events versus dilution factor. Concentration based on all datapoints: 2.39 × 107 ± 2.64 × 106 mL− 1 with a coefficient of variation of 11.0%. 
The dotted line with surrounding filled area indicates CD45 + concentration ± standard error found using Solution 1 (Figure 5C ). APC, allophycocyanin; 
CD, cluster of differentiation; CI, confidence interval; MESF, molecules of equivalent soluble fluorochrome. 
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pecific, antibodies can non-specifically stick to non-EV particles
Welsh et al., 2023 ). For increasing concentrations of non-EV
articles, the probability of non-specific interactions between
ntibodies and non-EV particles increases (Frutiger et al., 2021 ).
onsequently, more background counts are expected in samples
ith a high total particle concentration than in samples with a
ow total particle concentration. This may explain the difference
etween background counts in our serial dilution (Figure 5 ) and
ipoprotein spike-in experiments (Figure 4 ). 

nother possibility is that fluorescent background events origi-
ate from noise sources, such as fluidic noise and instrumental
oise. To detect particles smaller than cells, such as EVs, flow
ytometry signals might overlap with fluidic noise and are close
o the LoD of the detectors (Bettin et al., 2023 ). Instrumental noise
ight therefore occasionally exceed the trigger threshold or gate.
lthough the origin of background events in EV flow cytometry
alls outside the scope of this manuscript and requires more
esearch, their impact on the measurement of particle concentra-
ions is clear. This finding emphasizes the need for appropriate
ssay controls (Welsh et al., 2023 ), quantifying antibody titrations
Pink et al., 2023 ) and the removal of particulate contaminants
rom staining reagents. 

etrospective estimation of the reliability of results from the
FFECT EV and CINTICS studies confirm the effect of the
ilution paradox (Buntsma et al., 2025 ; Gasecka et al., 2020 ).
either study contained labels for which all measurements were
eliable. Given the wide range of (un)reliability across labels, it is
ikely that study conclusions will change upon implementation of
he estimated limits shown in the Supplementary Material. Based
n this finding, study conclusions should be re-evaluated. 

t is important to emphasize that the retrospectively determined
ssay limits are estimates. These limits assume that the full study
ataset would follow the shape of Equation ( 1 ). Equation ( 1 )
ssumes that all fitted measurements share the same 𝑁𝐹,𝑆 , which
ournal of Extracellular Vesicles, 2026
is clearly not the case in datasets from clinical research studies.
However, when Equation ( 1 ) was fitted to the study data of
AFFECT EV and CINTICS, we found that in both studies the
measured counts converged to a common background level with
increasing sample-specific dilution factor. This finding indicates
that the dilution paradox can also be observed in the datasets from
studies. 

While the experimental evidence presented in this article is
obtained using blood plasma, the dilution paradox may be
relevant to other sample types as well. As an example, a recent
study on the refractive index of EVs in human milk applied
sample-specific dilution factors between 300 and 15,000 (de Wolf
et al., 2026 ). Moreover, cerebrospinal fluid has been reported
to contain nanoparticle concentrations between 2 × 108 and 7
× 109 mL− 1 , also warranting sample-specific dilutions (Welsh
et al., 2024 ). The optimal pre-analytical treatment of urine is
still a topic of discussion, due to the dynamic composition
of the samples resulting from fluid intake, collection time,
medication, diet, exercise, age, biological sex and health status
(Erdbrügger et al., 2021 ; Welsh et al., 2024 ). However, it has
been shown that the total particle concentration of urine samples
can differ at least one order of magnitude between donors, as
also illustrated by a study in 2020 wherein the dilution factors
applied to urine samples ranged between 10 and 100 (Kim et al.,
2022 , Rikkert et al., 2020 ). These examples illustrate that the
dilution paradox should be considered when measuring both
fluorescence and light scattering signals (e.g. for standardization
purposes) of EVs in blood plasma and other sample types in which
particle concentrations differ by orders of magnitude between
samples. 

Regardless of sample type, it is no surprise that reliable concen-
tration measurements of EVs by flow cytometry is challenging.
Reported EV concentrations are the product of instrument
characteristics (such as detector sensitivity) and experimental
parameters (such as flow rate and dilution). In recent years,
9 of 14
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FIGURE 7 Estimation of assay performance in the clinical research study AFFECT EV (Gasecka et al., 2020 ) shows that not all data can be 
considered reliable. Data represent measured counts that exceeded the side scattering cross section threshold of 10 nm2 , have a diameter < 1000 nm 

and are positive for the indicated marker versus dilution factor. The solid red line represents the fit of Equation ( 1 ) to the data. The vertical dashed line 
represents 𝐷𝐹𝑚𝑎𝑥 and the horizontal dashed line represents 𝐿𝑜𝐷𝑁 . All data within the shaded area are considered unreliable. The lighter shaded area 
in figures B and H indicate the uncertainty of the 𝐿𝑜𝐷𝑁 found for these markers, due to the insignificant P -value of the fit of 𝐵. The upper left corner 
shows the estimated percentage of reliable datapoints. (A) CD45-APC: 𝐿𝑜𝐷𝑁 = 169 counts, 𝐷𝐹𝑚𝑎𝑥 = 3.94 × 102 , (B) CD31-APC: 𝐿𝑜𝐷𝑁 = 50 counts, 𝐷𝐹𝑚𝑎𝑥 
= 5.46 × 103 , (C) CD146p-PE: 𝐿𝑜𝐷𝑁 = 21 counts, 𝐷𝐹𝑚𝑎𝑥 = 8.28 × 101 , (D) CD61-APC #1: 𝐿𝑜𝐷𝑁 = 734 counts, 𝐷𝐹𝑚𝑎𝑥 = 2.25 × 103 , (E) CD61-APC #2: 
𝐿𝑜𝐷𝑁 = 653 counts, 𝐷𝐹𝑚𝑎𝑥 = 2.37 × 103 , (F) CD62p-PE: 𝐿𝑜𝐷𝑁 = 21 counts, 𝐷𝐹𝑚𝑎𝑥 = 1.38 × 103 , (G) CD235a-PE: 𝐿𝑜𝐷𝑁 = 178 counts, 𝐷𝐹𝑚𝑎𝑥 = 8.12 × 102 , 
(H) Lactadherin-FITC: 𝐿𝑜𝐷𝑁 = 1608 counts, 𝐷𝐹𝑚𝑎𝑥 = 3.68 × 103 , (I) Fibrinogen-FITC: 𝐿𝑜𝐷𝑁 = 101 counts, 𝐷𝐹𝑚𝑎𝑥 = 3.66 × 102 . Note that CD61-APC 
was included in two separate duo-stainings, therefore two measurements were made shown in figures D and E. APC, allophycocyanin; CD, cluster of 
differentiation; 𝐷𝐹𝑚𝑎𝑥 , maximum dilution factor; FITC, fluorescein isothiocyanate; 𝐿𝑜𝐷𝑁 , limit of detection in terms of counts; PE, phycoerythrin. 

e  

s  

e  

i  

o  

m  

l  

c  

c  

m

 

 

 

 

 

 

 

 

 

 

1

 20013078, 2026, 6, D
ow

nloaded from
 https://isevjournals.onlinelibrary.w

iley.com
/doi/10.1002/jev2.70312 by N

ational H
ealth Fund in Poland, W

iley O
nline L

ibrary on [13/07/2026]. See the T
erm

s and C
onditions (https://onlinelibrary.w

iley.com
/term

s-and-conditions) on W
iley O

nline L
ibrary for rules of use; O

A
 articles are governed by the applicable C

re
fforts have been made to standardize EV concentration mea-
urements through calibration and standardized reporting (Bettin
t al., 2023 ; Welsh et al., 2020 ). Although comparability across
nstruments and institutes has improved (Bettin et al., 2025 ),
ur present findings show that the method we used and recom-
ended to prevent swarm detection by light scattering actually
eads to incomparable concentration measurements of fluores-
ently labelled EVs. This raises the question of how future EV flow
ytometry assays should be set up to obtain reliable concentration
easurements. 
0 of 14

a

Many parameters must be considered when setting up an EV
flow cytometry assay (Welsh et al., 2023 ). Here we will focus
on how to handle the dilution paradox. At present, there is no
consensus on the optimal triggering strategy for EV detection
(Arraud et al., 2016 ; Nolan and Duggan, 2018 ; Stoner et al., 2016 ;
Welsh et al., 2017 ). In our present manuscript, we show that in
studies such as AFFECT EV or CINTICS, where the total particle
concentration varies ≥ 2 orders of magnitude, scatter-triggering
does not result in reliable EV concentration measurements for
all samples due to the need for sample-specific dilution. In
Journal of Extracellular Vesicles, 2026
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heory, scatter-triggering can be applied when the variation in
otal particle concentration between samples is limited. However,
he total particle concentration variation between samples is
sually unknown before the start of the study. Fluorescence-
riggering allows the use of a common dilution factor for all
amples, which results in measuring a comparable concentration
f EVs that is independent from the sample dilution. Therefore,
riggering on fluorescence is a safe choice regardless of the
ariation in total particle concentration across samples. However,
sing fluorescence-triggering with a common dilution factor can
ead to swarm detection on the scatter detector for samples with
 relatively high total particle concentration, as was described
reviously (Libregts et al., 2018 ). This impairs scatter-based size
alibration of these samples (van der Pol et al., 2018 ). 

ize calibration cannot be ignored, because it provides essential
nformation that is needed to distinguish between, for example,
Vs and platelets (Bettin et al., 2023 ). In addition, size calibration
s a proven way to achieve comparable EV concentration mea-
urements between different flow cytometers (van der Pol et al.,
018 ). Although serial dilutions enable comparable and repro-
ucible concentration measurements using scatter-triggering, at
he same time such dilutions are laborious, time-consuming, and
xpensive. 

lternatively, fluorescently stained liposomal standards can be
sed for fluorescence-based size calibration (Sandau et al., 2020 ;
toner et al., 2016 ). In this approach, the fluorescence inten-
ity distribution of a well-characterized liposome population is
elated to the surface area distribution of EVs labelled with a
ipid dye to approximate the EV size distribution. However, lipid
yes may exhibit broad emission spectra, leading to spectral
pillover that reduces sensitivity in other detection channels.
urthermore, whereas scattering-based calibration relies on the
ccuracy of the assumed EV refractive index (de Rond et al., 2018 ),
luorescence-based size calibration relies on the assumption that
Vs and liposomal standards are labelled with a comparable
luorophore density. Given the heterogeneous nature of EVs, both
ssumptions are likely to hold only on average at the population
evel. A new interlaboratory study may therefore be valuable to
valuate and refine these underlying assumptions, although such
fforts are beyond the scope of this article. 

ext to size calibration, sample processing is also an important
opic in EV flow cytometry. Even when fluorescence-triggering
ith a common dilution factor is used, all measurements will con-
ain fluorescent background counts. However, with a common
ilution factor, the background contribution to the concentra-
ion measurement of labelled EVs becomes independent of the
ilution factor. Still, it is good practice to maximize the signal-
o-background ratio by considering the use of different sample
rocessing techniques (such as size-exclusion-chromatography)
nd optimized reagent processing techniques (such as antibody
itration and centrifugation). Controlling the fasting status of
he donors may also mitigate background events. Generally,
dentifying possible sources of background in each specific
ituation and anticipating accordingly can improve the quality of
easurements. 

luorescence-based triggering of EVs is not straightforward, as
he ability to distinguish EVs from the background depends
ournal of Extracellular Vesicles, 2026
on multiple factors, including label affinity, the number of
binding sites, fluorophore brightness, and detector sensitivity.
To minimize the dependence of an assay on label affinity and
binding-site availability, EVs are typically labelled with an excess
of reagents to drive the reaction towards saturation. However,
this excess may require removal of reagents through additional
sample processing steps. In addition, differences in detector
sensitivities can result in one label being detectable while another
is not. For example, the instrument used in this study has a
detection efficiency of 0.06 photoelectrons per MESF for APC and
0.005 photoelectrons per MESF for FITC (MIFlowCyt-EV section
3.2.3 ). The lower sensitivity for FITC might partly explain why
all CD62p + events overlap with background events in Figure 4 .
Regardless of the fluorophore used, CD62p + EVs in plasma are
generally less abundant than CD45 + EVs, making them more
challenging to detect statistically. Together, these considerations
highlight the complexity of factors influencing the quality and
interpretation of EV measurements by flow cytometry. 

To get an indication of the quality of measurements, we rec-
ommend performing a serial dilution of at least one sample per
study group per marker. Assessing this serial dilution may give an
indication whether the measurement contains just background,
or a signal from labelled EVs as well. When this control confirms
that the measurement does not consist of only background events,
the remaining samples can be measured at a common dilution
factor using fluorescence triggering. As the common dilution
factor will depend on the flow cytometer and sample type, it will
require expertise to select the optimal dilution factor. The opti-
mal dilution factor will be a compromise between background
(dilution factor too high) and swarm detection (dilution factor too
low). 

A summary of the methodological recommendations given in this
article can be found in Table 1 . Currently, we are investigating
how to standardize the selection of the dilution factor and
the optimal fluorescence trigger threshold. In addition, we are
investigating if scatter-based size calibration could be compatible
with fluorescence-triggering and whether exclusion criteria, such
as a maximum total particle concentration, might be required in
clinical studies on plasma. Further work is needed to validate
such findings across different flow cytometers. 

5 Conclusion 

Fluorescent background events in combination with sample-
specific dilution leads to overestimated and incomparable con-
centration measurements between samples due to a phenomenon
that we named the ‘dilution paradox’. Consequently, results and
conclusions from studies that applied sample-specific dilution
may not be reliable and thus, should be reconsidered. Comparable
and reproducible concentration measurements of samples that
differ in total particle concentration can be obtained by (i) using
scatter-triggering to measure a serial dilution of each sample (not
recommended), or (ii) using fluorescence-triggering to measure
all samples at identical dilution factors (recommended), thereby
risking swarm detection by the light scattering detector for a
fraction of the samples. The methodological recommendations
given here will contribute to more reproducible and comparable
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